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Abstract insufficient, as well as truncated, projection samples.

Artifacts can result when reconstructing a dynamic To overcome these problems, we and others have been
image sequence from inconsistent, as well as insufficieintestigating the estimation of time-activity curves and kinetic
and truncated, cone beam SPECT projection data acquireddel parameters directly from dynamic SPECT projection
by a slowly rotating gantry. The artifacts can lead to biasemta by modeling the spatial and temporal distribution of the
in kinetic model parameters estimated from time-activitsediopharnaceutical thoughout the projected field of view [1].
curves generated by overlaying volumes of interest on tfdis approach is potentially useful for clinical studies,
images. However, the biases in time-activity curve estimatparticularly in those clinics which have only single-detector
and subsequent kinetic parameter estimates can be redugystiems and thus are not able to perform rapid tomographic
significantly by first modeling the spatial and temporahcquisitions. Even with a three-detector system, a patient study
distribution of the radiopharateutical thoughout the that utilizes body contouring orbits can take 45-60 sec to
projected field of view, and then estimating the time-activitgbtain one full tomographic acquisition. Thus, the estimation
curves directly from the projections. This approach ief time-activity curves and kinetic model parameters directly
potentially useful for clinical SPECT studies involving slowlyfrom projection data may also be useful for multi-detector
rotating gantries, particularly those using a single-detectsystems acquiring data with a slowly rotating gantry.

system or body contouring orbits with a multi-detector system. Building on research by Carson [2] and by Formiconi [3]

We have implemented computationally efficient methodsto direct time-activity curve estimation for regions of interest,
for fully 4-D direct estimation of spatiotemporal distributionsve have used simulated volumetric data to show that unbiased
from dynamic cone beam SPECT projection data. Tempotdhetic parameter estimates for one-compartment models
splines were used to model the time-activity curves for ttean be obtained directly from dynamic SPECT projections,
blood pool and tissue volumes in a simulated cardiac dajaven the blood input function and the proper segmentation of
acquisition. Least squares estimates of time-activity curve@elumes encompassing the projected field of view [4, 5]. We
were obtained quickly and accurately using a workstatiohave also applied these methods t8"aTc-teboroxime patient
From these curves, kinetic parameters were estimatguidy for which the blood input was estimated directly from the
accurately for noiseless data and with some bias for noisy dgteojections and the volumes of the left ventricular myocardium,
blood pool, liver, and background tissue were determined
|. INTRODUCTION by automatically segmentmg a dyngmlc_: image sequence

. _ _ . reconstructed from the inconsistent projection data [6].

C_opvenﬂonql analy3|§ .Of d_yna'mlcally acq“'fed nuglgar Here we present a study of the biases that result from

medicine data involves fitting kinetic models to time-activit . : i
) . odeling various orders of temporal continuity when
curves generated by overlaying volumes of interest on a

) . estimating time-activi rvi irectly from dynami n
temporal sequence of reconstructed images. Since dynamni 9 tivity curves directly from dynamic cone

single photon emission computed tomography (SPECT) dak&g%m SPECT projection data. Piecewise cubic, quadratic,
acquisition involves gantry motion and the distribution of

radiopharmaceutical changes during the acqtids (Figure 1), pm
projections at different angles come from different tracer 21 m

L I=E . ; Q" ()
distributions. Images reconstructed from these inconsistent
projections can contain artifacts that lead to biases in the
estimated kinetic model parameters. If the data are acquired

using cone beam collimators wherein the gantry rotates so that lk’inz
the focal point of the collimators always remains in a plane,

additional biases can arise from images reconstructed Usifigure 1: One-compartment kinetic model f87" Tc-teboroxime in
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linear, and constant B-splines [7] are used to model the Equations (1) and (2) can be rewritten in matrix form as
time-activity curves for the blood input, three myocardial

volumes of interest, liver, and background tissue in simulated p = Fa, 3)
data. Attenuation and geometric point response are modeled, 2= (p* —Fa)"W(p* — Fa), (4)
but scatter is not. Segmented volumes encompassing the

projected field of view are modeled to contain spatiallyespectively, wherg is an/J K element column vector whose
uniform activity concentrations. Computationally efficienfi+ (j — 1)1+ (k—1)1J]" element ip;;x, FisanlJK x M N
methods are developed which extend Formiconi's least squanestrix whose{[i + (j — 1)1 + (k — 1)IJ],[m + (n — 1) M]}"
algorithm [3] so that fully four-dimensional (4-D) directelement isuf}v},, ais anM N element column vector whose
spatiotemporal distribution estimation from projections cafin+(n—1)M]™ element ist,,,, p* isanlJ K element column
be performed on a workstation with a modest amount @kctor whosd: + (5 — DI+ (k—1)1J]" element ig):fjk, and
memory. Using a Monte Carlo simulation, we study also they is an/JK x IJK diagonal matrix whosg + (j — 1)T +
effects of noisy projections on kinetic parameter estimat@s — 1)1J]" diagonal element i$/Wi;,. The criteriony?, is
for one-compartment models obtained from the splinfinimized by the spatiotemporal basis function coefficients
time-activity curves for the blood input function and the three

myocardial volumes of interest. a= (FTWF)"'F'"Wp~. (5)
II. COMPUTATIONALLY EFFICIENT ESTIMATION Storing all /JKMN elements of F and calculating
OF SPATIOTEMPORAL DISTRIBUTIONS the symmetric matrixf"WF using straightforward matrix
multiplication is computationally inefficient. For an

DIRECTLY FROM PROJECTIONS unweighted least squares reconstruction of the spatiotemporal
Time varying activity concentrations within volumes ofbasis function coefficienta (i.e., for W an identity matrix),
interest encompassing the projected field of view can lalculating the symmetric matri€™F using straightforward
modeled by selecting a set of temporal basis functions capahiatrix multiplication requires I/JKMN(MN + 1)/2
of representing typical time variations and having desiradultiply-and-add operations, givéh
smoothness properties. Similarly, the spatially nonuniform

tivit trati ithi | b deled b The burden of storing the matri¥ can be reduced
activity concentration within-a volume can be modeled Ly; nificantly by storing instead the spatial basis projection
selecting an appropriate set of spatial basis functions defi tors u? and the temporal basis integral factars, and
within the volume. Given a set of temporal basis functions an IcuIatiZ

s of tial basis funct for th | ficients 1 ng the elements & as needed. Fak/J M > JKN,
sets of spatial basis functions for the volumes, coefficients fhr(ijs reduces memory usage by a factor of aligu.

the resulting spatiotemporal basis functions can be estimate _ )
directly from the projections as follows. For an unweighted least squares reconstruction of the

Th ecti f thenth tial basis functi | . spatiotemporal basis function coefficierits(i.e., for W an
€ projection ol then™ Spatial basis function along ray identity matrix), the symmetricM N x M N matrix FTF

-1 m H th
gt an g;ej |st.denc§)te.d b%‘ﬁ'j’ t@nd t.hf mtelgral othte dteTEorgll can be calculated more efficiently as follows. Denoting the
asis function during the time interval associated with ang e{[m 4 (n = )M],[m’ + (n' — 1)M]}™ element ofFTF by
of rotationk is denoted by, . The projection equations can b

€7’ one has
expressed as

i=1j=1k=1

I J K
M N 1o 7 7
. - 1 o =3 D L > vy (6)
Pijk = amnuijvjka ( )
m=1n=1

where M is the number of spatial basis functions aidis Rearranging the summations yields

the number of temporal basis functions. The criterion which J I K J
is minimized by varying the linear coefficiens,, associated g™’ = Z lz ulul ] lz v?kv?k] = Zﬂ;”m A
with the time integrals of the projections of the spatiotemporal j=1 Li=1 k=1 j=1
basis functions is the weighted sum of squares function @)
) 5 (P — pigk)’ whereu”™" andv?™" denote the inner producis);_, uf}ul}’
=Yy i @) Mhere andu” denote
Pyt ijh and} ,_, v}, vl respectively.

where thep;;, are the measured projections, thi ;. are The number ofs"™* factors is/M (M +1)/2, the number

weighting factors/ is the number of projection rays per angle®f ;" factors is/N (N + 1)/2, and the number op™"™ "
J is the number of angles per rotation, alids the number of factors isMN(MN + 1)/2. It takes I multiply-and-add

rotations. Typlcally, the Welghtlng factors are either Unity fObperations to calculate ea@]ﬁlml factor andk mu|tip|y_and_
an unweighted fit or the estimated variances of the projectiofs operations to calculate eaz}asln' factor. Given theu™
' J

f ighted fit. : . .
oraweightedH andv?™ factors, it takes/ multiply-and-adds to calculatach
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Figure 2: Transverse cross section Figure 3: Simulated time-activity Figure 4: Example of quadratic
through MCAT emission phantom. curves for volumes in Figure 2. B-spline temporal basis functions.

of the g™’ factors. Thus, the™"™'"’ can be calculated response were modeled using a ray-driven projector with line
using just/[IM (M + 1)+ KN(N+ 1)+ MN(MN +1)]/2 length weighting [10]. Scatter was not modeled.
multiply-and-adds. Fof >»> N? and K < M?, this reduces

the number of operations by a factor of ab@uiv 2. A. Spatiotemporal Distribution Estimates

Having addressed the major issues of storiBigand The spatial basis functions were defined using the known
calculatingF ™ F, the next computational hurdle is calculatinggegmentation of the six emission volumes composing the
F1p*. This can be done it/ + 1)JK M N multiply-and-add MCAT phantom (Figure 2). Each emission volume was
operations, given the;? and v7, factors. The system of modeled to contain spatially uniform activity, which yielded
equation&TFa = FTp* can then be solved efficiently for theM = 6 spatial basis functions. The temporal basis functions

spatiotemporal basis function coefficieatsising the Cholesky consisted ofV = 16 splines spanning 15 time segments having
decomposition oF T'F. geometrically increasing length (Figure 4). Piecewise cubic,

quadratic, linear, and constant B-splines were used with initial

lIl. COMPUTER SIMULATIONS time segment lengths ranging between 2.5-60 sec.

The Mathematical Cardiac Torso (MCAT) phantom [8] The (.:omput'anone_ll bgneflts of factoring the matEnnto.
}he spatial basis projection factoz$; and the temporal basis

devel h niversi f North lina Medi . . . :
oped by the University of North Carolina edlcal tegral factors7, were evident in the simulation. Rather than

Imaging Research Laboratory, was used in a simulation sforing its more than 350 million elements, about 1.5 million
evaluate the ability to estimate spatiotemporal distributions, 9 n : ' ' 0
and v, factors were stored instead. The number of

directly from dynamic cone beam SPECT projectionsi T
using unweighted least squares. Kinetic parameters fBHltiply-and-adds used to calculaie’ F was reduced from

one-compartment models (Figure 1) were estimated from tA¢er 17 billion to less than 6 million. A set of time-activity
resulting spatiotemporal distributions, as well. The MCAFUrves was estimated directly from the 3.7 million simulated
emission phantom (Figure 2) contained three myocardigiclection samples in about 2.3 min on a 194 MHz MIPS
volumes of interest (normal myocardium, septal defect amit0000-based Silicon Graphics workstation. The calculations
L L T T * . .
lateral defect), blood pool, liver, and background tissue. THE " ¥ andF "p™ took about2.2 sec and 2.2 min, respectively.

myocardial defects were defined as the intersection of 3 cm Table 1 lists the root mean square (RMS) differences
diameter spheres with the septal and lateral walls of the Iéftween the simulated time-activity curves and the spline
ventricle. Projections were attenuated using the correspondingves estimated directly from noiseless projections,
MCAT attenuation phantom. The simulated time-activitpormalized by the RMS values of the simulated curves and
curves for the six emission volumes are shown in Figure 8xpressed as percentages. The temporal spline modeling errors
The time-activity curves for the three myocardial volumes ofere largest for the septal and lateral defects, which had
interest and the liver were generated by using the blood paelatively small spatial supports (Figure 2) and low activity
curve as the input to one-compartment models having kinetiosncentrations (Figure 3). Intermediate errors resulted for the
corresponding to those of teboroxime [9]. The backgrourood pool and background, which had larger spatial supports
tissue activity was proportional to the blood pool activity. but quickly decaying activity concentrations. The errors were
The simulated 15 minute SPECT data acquisition consisté@ia!lest for the normal myocardium and liver, which had larger
of 64 transversex 32 axial rays per angld (= 2048), J = 120 spatlal supports and_h_lgh activity concentrations 'ghroughoutthe
angles per rotation, and one rotation per minute<£ 15) of a simulated dat.a.e'lch.usnlon. The errors tend_ed tq increase as the
single-detector system. The projection bins were 7 mmmm length of the initial time segment for the splines increased.
at the detector, and the detector was 30 cm from the center ofFor the relatively rapid initial sampling provided by using
the field of view. The cone beam collimators had a focal lengthitial time segment lengths of 2.5, 5, or 10 sec, the errors
of 70 cm, a hole diameter of 2 mm, a length of 4 cm, and wefer all six volumes ranged between 0.02-3.8%, 0.02-1.7%,
offset 1 cm from the detector. Attenuation and geometric poifit09—6.2%, and 1.6-64% for the cubic, quadratic, linear, and
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cubic B-spline temporal basis quadratic B-spline temporal basis

initial time segment length (sec) initial time segment length (sec)
25 5 10 20 40 60| 2.5 5 10 20 40 60
blood pool 008 02 06 26 92 18| 0.2 02 05 22 94 18

normal myocardium| 0.2 0.1 0.1 0.8 1.4 4.1 0.2 01 009 04 1.0 4.2
septal defect 04 06 09 5.3 38 40| 0.8 05 09 5.1 39 42
lateral defect 0.3 0.7 3.8 14 57 50| 0.7 0.6 1.7 11 60 53

liver 0.02 0.02 004 01 03 04003 002 003 009 03 0°1
background 0.08 0.2 0.6 2.3 8.5 16| 0.2 0.2 0.5 2.1 8.7 17
linear B-spline temporal basis constant B-spline temporal basis
initial time segment length (sec) initial time segment length (sec)
25 5 10 20 40 60| 2.5 5 10 20 40 60
blood pool 1.0 0.9 1.1 3.0 11 20| 10 9.5 11 13 19 26

normal myocardium 0.5 0.4 0.4 0.5 20 500 7.5 6.4 6.4 6.2 7.5 8.5
septal defect 31 27 32 11 53 34| 64 64 51 56 59 110
lateral defect 62 57 44 6.8 51 60| 40 49 39 73 65 110

liver 01 009 009 01 04 06 16 16 16 20 32 40
background 0.9 0.8 1.0 2.8 10 18| 9.5 9.0 9.6 12 17 24

Table 1
Percent RMS differences between simulated time-activity curves and time-activity curves estimated directly from noiseless projections.

constant B-splines, respectively. For the uniform time samplingteral defects were significantly different from the simulated
provided by using an initial time segment length of 60 sewalues < 0.05). The differences between the sample means
the corresponding errors ranged between 0.4-50%, 0.5-53#d the simulated values ranged between 5-16%. The sample
0.6—-60%, and 4.0-110%. standard deviations ranged between 22—-42%.

B. Kinetic Parameter Estimates V. DISCUSSION

Of interest is how the temporal spline modeling errors Computational issues associated with fully 4-D direct
bias the estimates of kinetic parameters obtained from tbstimation of spatiotemporal distributions from dynamic cone
directly estimated time-activity curves. To study this we usdskam SPECT projection data have been addressed, so that
the program RFIT [11, 12, 13] to fit one-compartment kinetileast squares estimates of time-activity curves can be obtained
models (Figure 1) to the directly estimated time-activity curveguickly and accurately using a workstation with a modest
for the three myocardial volumes of interest, using the directymount of memory. Temporal B-splines were used to model
estimated blood pool curve as the input function. the time-activity curves for the blood pool and tissue volumes

Table 2 lists the kinetic parameter estimates obtained frdfh @ Simulated cardiac data acquisition. From these curves,
the spline models for time-activity curves estimated directf§n€tic parameters for compartmental models were estimated
from noiseless projections. The biases in the uptake parame@qgurately for noiseless data and with some bias for noisy data.
k%) and the washout parametetg, were particularly small The methodology presented here facilitates future research
when using quadratic B-splines and initial time segment lengtimio the joint estimation of the blood input function and
of 2.5, 5, or 10 sec. For these three sets of basis functions, Kieetic parameters for compartmental models directly from
biases ranged between 0.0-1.0%. projection data, as well as the parameterization of spatially

To study the effects of noisy projections on kineti@onuniform.activity copcentra'tions wi.thin segmented volumes
parameter estimates obtained from spline time-activity curvédlcompassing the projected field of view.

100 realizations of projections having Poisson noise were

generated. The simulated blood input function amplitude was V. ACKNOWLEDGMENTS

adjusted so that about 10 million events were detected using theWe thank Dr. GL Zeng for his helpful advice, and the
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noisy ( = 100)
simulated| sample sample
mean std dev (6]
normal k3, 0.700 0.700  0.0064
myocardium ki, 0.150 0.150 0.0016
septal k2, 0.300 0.314* 0.072
defect ki, 0.300 0.317*  0.066
lateral k>, 0.500 0.578* 0.21
defect k3, 0.600 0.653*  0.16 [7]
Table 3

Kinetic parameters obtained from time-activity curves estimated
directly from 100 realizations of noisy projections (10 million
detected events) using quadratic B-spline temporal basis functions af@]
an initial time segment length of 10 sec. Sample means significantly
different from the simulated values (i.€2, < 0.05 for a two-tailed
t test) are labeled with asterisks. Units ig% andk]% are min?.
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